(¥, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES - [gEgEi YED £ 2:19 o Jul 17 2013}
(4D, STATE PUBLIC HEALTH LABORATORY Y e
(iE&) BREATH ALCOHOL PROGRAM |

"RHE" DATAMASTER MAINTENANCE REPORT REFORT 48

Complete this report at the time of the regular monthly preventive maintenance chack (not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the originat and send a copy within 18 days to the Breath Alcohel Program, DHSS, _
DATASTASTER &4 NAME GF AGENGY DATE OF INSPECTION
204081 MSHP 07/16/2013

TiME OF INSPECYION

" JLCCATION OF INSTRUMENT (STREET AND CITY)

Scolt County Sheriff's Office-S. New Madrid St.-Benton 9:58 am ,
CHECKLIST: Place a mark In the box by each ltem if found o be satistactory or if operaling within established Hmits. EWﬁ!e in ohserved values
where dstermined,) Unmarked items must be corrected before using Insteyment,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {irom printour) 07/16/2013 09.58
71 compUTER 1 beTECTOR
| PROGRAM | FILTERS |
i1 HEATERS SAMPLE CHAMBER ___ 50.0°C Hlouarrzstavoaro
] FLOW DETECTOR /] cALIBRATION
] PUMP HIGH SPEED ¥ PRINTER 7

(/] INDIGATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Repco _LOT # 13001 exp. pare 03/07/2015
SIMULATOR TEMP (34°C 2 0.2°C) 34.0 °C SIMULATOR SN 1099 __Exp, paTe 02/20/2014

CALIBRATIOM CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of 005 or
fess. Mark the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)

i 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.106% INELUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
(] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1% (o5 . = TEST 2% (o7 - TEST3 = qo7

[7] PERFORM R.F.. TEST (FRINTOUT ATTAGHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DC NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1  1(0-04) 0 (05-09) 2 (.10-.14) 2 (.15-19) 4 |ovER .19 @

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION DR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO GPERATE SATISFACTORILY AND WITHIN ESTXE]ILISHED LisiTS
{USE OTHER S10E IF NECESSARY).

................

%

il Qg;kj;: (‘}i-‘;%’ﬂ i N James C. Cooksey Jr.

TYPE| RERYAT KUK SEREXPIRATION Dﬂ.ﬁ x) I TELGRHONE NUMBER
230016 2/08/2015 : (573) 840-9500
RETURN COMPLETED REFORT TO THE: Breath Alechot Program, MO Department of Health and Senior Services, Southeast Diszrict.ai-f-llé:.;"

2875 James Bivd.
Paoplar Bluff, MO 63901

O 550-1488 (2-08) AN EQUAL GRFURTGH TYAFFIAMATIVE ACTIGN ENPLOYEA LAS-1{8
zoning gl G g nundsnvin ety bass




REPCO MARKETING INC.

A101-188 5TONYBRQOK DRIVE
RALEIGH, N.C, 27604
919-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 13001
EXPIRATION DATE: March 7,2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following: A

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
13001 __ of Alcohol Certified Solution for simulators. Random samples of said lot |
number wete analyzed by an independent laboratory utilizing a gas chromatograph

and found to contain ___.1215 - gms/dl +/-,003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilied water used in the solution were found to be free of

any interferring substance.

This solution will produce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator
(QS%I‘Cénﬁdellce). | | '

- The date of manufacture for this lot number is___March 8, 2013

The expiration date for this lot number is March 7, 2015 : at

11:59 p.m.
© This document is a true reprcsenta?ion of the original Certificate of Analysis.

7

Cecil B. Garner, President
RepCo Marketing, Inc.

_ Form RM 02




tace This Side Down - This Edge la Firsi

BAC DataMaster
Evidence Ticket

Operator Signature D an s va Coﬂ)&u‘ J\\ﬁ




I'his Side D This Edge In First CACL 1 NS MAe Down - This Edge In First
Face This Side Down - This iy

BAC DataMaster | BAC DataMaster |
Evidence Ticket - Evidence Ticket

ator Signatare

Iperator Signatre.. e [
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